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TEMPERATURE RECORDING IN HI&H-SPEED CASES* 
By E. Eckert 



Proper temperature recording in. flov^ing gases always 
req.uires great care 'because of the potential errors in- 
volved through radiation on the adjacent walls or heat 
dissipation in the thermometer as a result of the compar- 
atively low heat transfer to the instrument. But these 
errors "become continuously less hy ascending gas velocity 
and can be minimized by the use of appropriate instru- 
ments (reference l). But as soon as high speeds are' in- 
volved a ne\-r difficulty arises; namely, the gas layers 
immediately adjacent to the thermometer suspended in the 
flow are slowed dovrn "by damming or friction and hecome 
heated. Then the instrument records the temperature of 
these layers rather than the true temperature of the flow- 
ing gas which corresponds to the irregular motion of its 
molecules and would be measured vrith a thermometer car- 
ried along in the flow. But, unfortunately, this is 
hardly ever attainable in practice. Hence there remains, 
apart from optical recording methods, only the possibility 
of securing the true gas temperature from the reading of 
the stationary thermometer. This requires tixe knowledge 
of the temperature rise induced by the deceleration of 
the gas on the thermometer as obtained by calibration of 
the instrument in a gas flov; of known temperature. The 
development of suitable . thermometer shapes giving the 
amount of temperature rise if . possible without calibration 
..and affording ready repetition, is, htfwever, predicated 
upon a fundamental elucidation of this heating on a num- 
ber of elementary body forms. 

The theory of similitude applied to the present prob- 
lem (reference 2) states that the temperature rise ■dg 

experienced by a body when held in a gas flow of speed 
w - made dimensionless with the temperature rise ^ 

which the gas experiences by adiabatic damming to speed 
zero - is a function f of the following constants: 



*"Temperaturmessung in schhell stromenden Gasen. " 

Z. V D I. vol-. 84. no. 43, Oct. 25. 1940, pp. 813-17. 
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Reynolds numter Re, Mach mimljer Ma, equal to the ratio 
of speed w to sonic velocity, and the Prandtl ntim"ber Pr, 
equal to the ratio of the kinematic viscosity to the tem- 
perature conductivity of the gas. Hence: 

^e/^ad = 'f^Se. Ma, Pr) 

She adiabatic temperature rise ^^^g^ is given hy equation 
■^ad ~ g Cp where g is the, acceleration due to 

gravity; a, the mechanical equivalent of heat; and Cp, 
the specific heat of gas at constant pressure. For air 
the temperature rise is, accordingly, 5° , "by damming from 
a speed of 100 meters per second; 20°, "by damming from 
200 meters per second; and 45°, from 300 meters per sec- 
ond. 



PLATS IN LOHGITUDIKAL PLOW 
Laminar Boundary Layer 



The plate in longitudinal flow with laminar houndary 
layer has been treated by P.ohlhausen as early as 1921 (ref- 
erence 3). He computed the temperature field formed on 
an unheated plate dipped in the. flov; from Prandtl 's bound- 
ary layer equations, on the assumption that all material' 
values, inclusive of density, are constant. The result 
can be reconciled with those from the theory of similitude 
as relation between temperature ratio '^e/^ad 
Prandtl number Pr (curve a, fig. l) , The relationship of 
the Reynolds and the Mach nximbers then becomes evident. 
Por a range of Pr = 0.5 to 2 within which gases are ap- 
proximately involved, ^e/^ad ~ ^® ^ very good approx- 
imation. Por air it amounts to Pr = 0.714 according to 
the most recent material value determinations; hence 
^fe/^ad = 0.845. •■ 

The applicability of Pohlhausen's findings has been 
repeatedly contested ever since its publication because of 
the assumption of constant density. But a closer analysis 
gives a picture as follows: The flow outside of the 
boundary layer is not disturbed by a thin plate; hence 
the pressure is constant everywhete outside of the bound- 
ary layer. Within the boundary layer likev;ise no appre- ' 
ciable pressure differences can be built up. Thus, a 
change in the- density oti the plate results only from the 
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temperature rise in the lioundary layer as a Result of in- 
ternal friction and this is not very great up to Mach 
numTjers of alsout 1, so that in this range the Pohlhausen 
solution should 'be correct. A further check is possihle 
for a gas with Pr = 1, for which the rigorous theoretical 
calculation even with allowance for the variahility of the 
material values is availahle. It was originally given 
"by Buisemann (reference. 4) . According to it, the effect 
of the variiaTjiilty of the material values on the tempera- 
ture rise in the Taoundary layer is very insignificant up 
to a Mach numljer of Ma = 2 (reference 5). , The same must 
hold for gases, whose Pr numher does not differ much from 
1, hence for air also. 

Results of test at subsonic velocity .- As a check on 
the descri'bed theoretical 'results several experiments were 
made with thermocouples of 0.1 to 0.5 millimeter diameter 
(reference 6) "butt-soldered together and with 5-millimeter 9 
"brass tubes housed in a nozzle, as shovm in figure 2. The 
temperature was tapped at from a few millimeters to 2 cen- 
timeters from the tip. As long as the "boundary layer 
thickness remains small compared to diaiueter, the pro"blem 
is exactly the same as on the plate. The experiments were 
made in air. As indicated by figure 3, the ratio ^e/'^ad 
is almost unaffected by the air speed w, the distance of 
the junction from the nozzle tip and of the wire gage, that 
is, independent of He and Ma, aJnounting to 0.85 for air, 
against Pohlhausen 's ^g/^ad = 0.845. The agreement be- 
tween theory and test is therefore very satisfactory. The 
slight rise in the temperature ratio at high speed is prob- 
ably attributable to incipient turbulence in the boundary 
layer. 

Results of tests at suTjersonic sijeed .- An, extension 
of our test data to include Ma > 1 represents measure- 
ments made by Husselt back in 1916 with thermocouples of 0.5 
rjn cp in a Laval nozzle (reference 7). Nusselt*s own. 
conclusion was that a temperature measurement with thermo- 
couples is impossible at high air speeds. But if the 
measurements are so interpreted that '^e/^ad a-^fo^^^i^., 

it yields the value 0^85 at one thermocouple and 0.84 on 
a second, and with very little scatter for Mach numbers 
between 1.7 and 2.2. Those at lov;er Ma do not lend them- 
selves to evaluation because the flow is then disturbed 
by compression shocks. So these measurements are also in 
good agreement with theory. ■ . . 
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Curtulent Boundary Layer 

The laminar Isoundary layer develops, as is known, 
only on the plate leading edge and ' changes at a certain 
distance from it to t'urlDulent. From measurements at slow 
speeds it is known that by undisturtod inflow the Reynolds 
number, formed with the distance from the plate leading 
edge, is 500,000, Applied to air at sonic velocity, it 
means' a distance of 2 centimeters of the transition point 
from the plate leading edge, provided that at this high 
speed the critical Reynolds number still has the same 
magnitude. To gain an insight into the temperature rise 
in the turbulent boundary layer, the 5-millilnoter cp 
tube was pulled out farther from the nozzle, bringing the 
point where the temperature was tapped up to 85 millime- 
ters away from the nozzle. Figure 4 shows ^e/^ad 
relation to the Re formed with the distance from the noz- 
zle tip. The turbulent boundary layer manifests a tem- 
perature rise, which, however, is not very great. 

Pitot Tube Thornoneter 

According to the foregoing the. plate is practical as a 
temperature— recording instrument if care is taken that the 
measurement is effected in the laminar boundary layer. The 
design of the instrument itself depends upon the test pur- 
poses. For subsonic speed tests we developed a pitot—tube 
thermometer v;hich in its outside shape resenbled a pitot. 
The instrument is constructed of thin-walled steel pipe a 
of O.S millimeter thickness, to prevent errors through 
heat transfer. The junction b for the thermocouple is . 
slightly back of the tip. The instrument was designed in 
dimensions of from 2 to 6 millimeters cp and calibrated 
in straight nozzles and in a high-speed tunnel.. . In. all 
cases the recorded de/^ad agreed very closely with Pohl- 
hausen's data. Figure 6 gives the calibration curve of 
such , an instrument vti.th 6 millimeters . • The slight tem- 
perature rise indicated in figure 6 at higher speeds is 
probable to a slight turbulence. 

CYLINDER 'iSr TRAISVSRSB ^LOW 
Cylinder of &ood Heat-Oonduc.t.ing' .Mat.erial 



In order to gain an insight into the conditions ac- 
companying transversely mounted instruments the specific 
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temperature of cylinders in transverse fldw will "be anal- 
yzed. Figure 7 gives the, ratio '^e/'^ad transversely 
mounted cylinders of difterent diameters plotted against 
the Mach numher (reference 7). The cylinders "being of 
good heat-conducting material, no temperature difference 
occurred within one section. The curves a, h-, and c, 
were plotted at different gas temperatures. Two unusual 
facts are evident: first » the value s '^g/'^a^^ are partly 

located very low; secondly, the profound dependence on the 
Mach numher, i.e., on the speed. The lowest '^e/^ad» 
which lies at ahout Ma = 0.6, corresponds to air speed 
at which velocity of sound is precisely reached on the 
side of the cylinder. So, "because of the marked variation 
of ^S'^ad.' transversely mounted thermometers are unsuit- 
able for recording temperatures at high speeds. 

Cylinder of Poor Eeat-Conduc t ing Material 

■ilith a view to gaining further insight into the con- 
ditions surrounding cylinders in the transverse flow the 
local specific temperatures were measured across the cir- 
cumference of hard ruhher cylinders of 10 and 20 millime- 
ters cp (reference 6), The results for a Mach numher of 
Mag = 0.685 formed with the air speed are illustrated in 

figure 8. CurVe h manifests over half of the circumfer- 
ence the aspect of the static pressure p measured through 
a fine hole in the cylinder, curve c the ratio ^e/^ad» 
where ^ad^j temperature rise corresponding to the 

damming from the flow velocity and dg the temperature 

difference between cylinder surface and air in infloiv con- 
dition. The stagnation temperature is reached on the for- 
ward stagnation point, and with increasing a the tem- 
perature of the cylinder surface drops in proportion to 
the rising speed. If the local specific temperature is 
referred to the adiahatic temperature rise associated 

with the local speed w;, curve d is afforded, which, 
as far as the separation point, has the sam.e magnitude as 
the flat plate (fig. 3). Unusual, on the other hand, is 
.the low temperature behind '^unction B at around 80°, 
which in part is even lox^er than the true temperature of 
the flowing gas. This is possible of itself, because the 
gas, on flov/ing past the cylinder, has at the point where 
the pressure curve indicates negative values a higher 
speed and therefore a lower temperature than in the inflbvr. 
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Even sjp it .is surprising that the air, which lost so much 
of its speed in the dead -air region, did not heat up to 
stagnation temperature "by conversion of motion into thermal 
energy, 

saiAGiiAa?io]sr tbmpeeatuee eecordiitg 

Spherical Thermometer 



The conclusions that can be drawn from figure 8 are 
as follows: first, the uss of tran'sver sely mounted ther- 
mometers in temperature recording is not recommended be- 
cause of the great temperature differences over the cir- 
cumference;, secondly, it roust "be possible of itself to 
design an instrument, patterned perhaps after a Prandtl 
pitot tube, which also records the stagnation temperature 
at the stagnation point when the instrunet is of corre- 
sponding size and made of pooi' heat-conducting material 
so as to hold down the heat transfer in the instrument 
from the stagnation point xirhere high speeds and hence low 
temperatures prevail. lov this reason V/immer located the 
thermocouple Junction of his spherical thermometer (refer- 
ence 8) slightly before the sphere surface (fig. 9). This 
is above all dictated by the good heat-conducting material 
of the sphere. The calibration curve (fig. 10) is very 
satisfactory. Admittedly, the given dimensions must be 
very accurately maintained. Therefore no reduction of the 
sphere for local temperature meastir ements is possible. 
And the vu.lnerability of the freely exposed thermocouple 
in service measurements is also somev/hat disturbing. 



Diffuser Thermometer 

Another possibility of recording temperatures closely 
approaching stagnation temperature is afforded by Tranz's 
diffuaer instrument (reference 9). A slightly modified 
version of 6 -millimeters diameter is shown in figure 11; 
the related calibration curve in figure 12. The damming 
of the air is dealt with in the diffuser. Because of the 
continuous escape of a little air through the side openings 
the dammed air is prevented from cooling through heat trans- 
fer on the walls and so causes xirrong measurements. 

The last two described instruments which record the 
stagnation temperature x*ith sufficient accuracy have the 
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advantage of precluding any increase in the reading due 
to turhulence ; hence they are practical for measuring in 
very turbulent gas flows, The pitot" thermometer itself 
has in its favor simplicity of design, diversity of size'* 
and absence of errors due to heat transfer. 



RaLATION or ANGLE TO THEEMOMETSR aEADINS 



Another important fact in the appraisal of a temper- 
ature-recording instrtunent is the relation of its indica- 
tion to the direction of flow, and it is particularly de- 
sirable that the indication not change if the instrument 
is slightly tilted. The relationship of temperature ratio 
^g/ ^ad *° inclination of the instrument in the flow 

direction for the pitot thermometer is shown in figure 13. 
The reading is constant within -10° to +10° angle. It is 
approximately the same ran§^,. within which the reading of 
the velocity pressure of a Prandtl pitot remains unchanged. 
The same holds true for the spherical thermometer (refer- 
ence 8) and for the diffuser thermometer which had been 
explored also for angular relationship. In this' respect 
the three instruments are there'fore equivalent. 

Translation by J. Vanier, 
National Advisory Committee 
for Aeronautics. 
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PIGUEE LBGBSTDS 

Figure 1.- Temperature rise of unheated plate in 

high-speed flow with laminar houndary layer 
■^g^^ temperature rise by adiatatic damming 

Curve a is the result of the exact calculation ac- 
cording to Pohlhausen 

Pigure 2.- Cylinder in non-enlarged nozzle b 

Tg temperature of cylinder at test Station 

Tq temperature in gas flow of speed w 

Tjj temperature in tank "before nozzle 

Figure 3.- Recorded temperature rise -^q = Tq - Tq of 

unheated cylinder a of fig. 2 in flow with laminar 
boundary layer 

•Og^^ = Tjj. - Tq temperature rise hy adiahatic damming 

Figure 4.- Temperature rise of cylinder with laminar 

and turbulent boundary layer flov; 

■^ad temperature rise by adiabatic damming 

Figure 5,- Pitot thermometer 

a nickel-plated iron tube, 6-mm cp , 0,2 mm-wall thickness 
b temperature tap: copper block soldered in iron tube 
c 0,5-mm cp constantan-manganese thermocouple 
w flow velocity 

Figure 6,- Calibration curve of instrument of fig. 5 

■t/ai temperature rise by adiabatic damming 
^ temperature rise of thermometers 
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Figure 7.- OJemperature rise in transverse flow of cyl- 

inders of good heat-conducting material with different 
diameters d 

Curve a was recorded at 19° temperature in gas flow, 
Curve "b at 15*^ tank temperature, 
Curve c at 50° tank temperature 

Figure 8.- Pressure and temperature distribution over the 
circumference of a transversely exposed cylinder of d 
diameter made of poor heat-conducting material 
Air speed: Wq = 227 m/s, Ma^ = Wo/a = 0.685, Rcq = 

Wgd/v = 1.4X10* 

p, Tq pressure and temperature on surface at angle a 
to stagnation point 

ITq, Wo temperature and speed in undisturbed air stream 
T ,v! temperature and speed outside of boundary layer at 
point of circumference defined by angle a 
A mechanical equivalent of heat 
a velocity of sound 
V kinematic viscosity 
Cp specific heat 
g gravity 

Pressure distribution curve b indicates the place 
where locally sonic velocity is reached (Ma = w/a = l) 
and where the maximum local Mach number occurs (Ha = 
w/a = 1.08) 

Figure 9.- Spherical thermometer 
a 10 mm qj steel sphere 
b plastic cylinder 

c 0.5 mm q) iron-constantan thermocouple 

Figure 10,- Calibration curve for fig. 9 

Figure 11,- Dif f usor- thermome ter 

a 6 mm cp nickel-plated steel tube, 0.2 mm wall 

thicknes s 
b diffusor 
c discharge openings 

d 0.5-mm constantan-nanganese thermocouple 

e glass tube 

f hard rubber cylinder 

Figure 12.- Calibration curve for fig. 11 

Figure 13.- Relation of angle a to pitot-thermometer 
reading 
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